Suture anchors are commonly used in shoulder surgeries, especially for rotator cuff tears. Peri-anchor cyst formation, however, is sometimes detected on follow-up radiologic image after surgery. The purpose of this report is to discuss the case of a patient who presented with regression of extensive peri-anchor cyst on postoperative 4-year follow-up magnetic resonance imaging and had good clinical outcome despite peri-anchor cyst formation after arthroscopic rotator cuff repair. ( Suture anchors are commonly used for shoulder surgery in cases of rotator cuff tear, instability, and fracture. First-generation suture anchors were metal and provided excellent fixation but had a high risk of failure, including suture loosening and anchor migration that resulted in cartilage damage. In addition, postoperative follow-up magnetic resonance imagings (MRIs) were often distorted because of the metallic artifact effect. To overcome the disadvantages of metal anchors, second-generation anchors were produced as bioabsorbable screws. Polyglycolic acid (PGA) was used as the first bioabsorbable material for the new anchors. However, due to the rapid degradation and loss of strength of PGA in early postoperative stages, use of this material was soon discontinued. Polylactic acid enantiomers (PLLA), which degrade more slowly, were subsequently introduced. In addition, to control the rate of degradation, copolymers of monomers, such as poly-L/D-lactic acid (PLDLA) and PLLA with PGA, have been used.
Suture anchors are commonly used for shoulder surgery in cases of rotator cuff tear, instability, and fracture. First-generation suture anchors were metal and provided excellent fixation but had a high risk of failure, including suture loosening and anchor migration that resulted in cartilage damage. In addition, postoperative follow-up magnetic resonance imagings (MRIs) were often distorted because of the metallic artifact effect. To overcome the disadvantages of metal anchors, second-generation anchors were produced as bioabsorbable screws. Polyglycolic acid (PGA) was used as the first bioabsorbable material for the new anchors. However, due to the rapid degradation and loss of strength of PGA in early postoperative stages, use of this material was soon discontinued. Polylactic acid enantiomers (PLLA), which degrade more slowly, were subsequently introduced. In addition, to control the rate of degradation, copolymers of monomers, such as poly-L/D-lactic acid (PLDLA) and PLLA with PGA, have been used. 1) Peri-anchor cyst formation is sometimes detected on followup radiographs and MRI after arthroscopic shoulder surgery.
However, the correlation between peri-anchor cyst formation and clinical outcome remains unclear. Nho et al. 2) suggested that glenohumeral synovitis, glenoid osteolysis, loose bodies, and chondral injury are complications related to peri-anchor cyst. Kim et al. 1) reported that almost one-half of patients (46.4%) had fluid collection around the suture anchors approximately 1 year after arthroscopic rotator cuff repair (ARCR), and 19.1% of those patients had significant fluid collection. However, there was not a significant correlation between the grade of fluid collection and the integrity of the repair. 1) In this report, we discuss the case of a patient who had an extensive peri-anchor cyst that regressed in size and had good shoulder function with intact integrity of the repaired rotator cuff at 4 years postoperative ARCR.
Case Report
A 65-year-old male visited Seoul St. Mary's Hospital complaining of right shoulder pain over the course of 6 months.
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He had a history of hypertension and atrial fibrillation. He had experienced an episode of transient ischemic attack in the brain but had no sequalae of brain damage. He complained of a painful arc during forward flexion of his right shoulder, but the shoulder had nearly full range of motion. Rent sign was positive and manual muscle power testing of shoulder flexion was scored as grade 4. Tests for the impingement sign and speed were positive, which suggested the presence of subacromial bursitis and pathology of the long head of the biceps tendon. On MRI, a 2 cm medially retracted and anteroposterior 2.5 cm sized fullthickness tear of the supraspinatus tendon was noted (Fig. 1A) . No bone abnormalities were observed ( Fig. 2A) .
The patient underwent ARCR. During the operation, an approximately 2.0×2.5 cm full-thickness tear of the supraspinatus tendon was found. Partial tears of the long head of the biceps tendon and the subscapularis tendon were also noted. We repaired the supraspinatus tendon with the transosseous-equivalent repair technique using two Bio-Paladin anchors (5.0 mm; CONMED, Utica, NY, USA) for medial row fixation and two Pop-Locks (3.5 mm; CONMED) for lateral row fixation (Fig. 3A) .
Tenodesis of the long head of the biceps tendon was performed using a Bio-Swivelock (5.5 mm; Arthrex, Naples, FL, USA). The subscapularis tendon was repaired with a Bio-Swivelock stitch for tenodesis of the long head of the biceps. ray showed that the cyst had increased in size to 7×7 mm (Fig.  2C ). In addition, MRI showed an approximately 18×16×14 mm peri-anchor cyst around the medial anchor within the humeral head and a sub-deltoid effusion on the lateral side of the humeral head (Fig. 1B) . Corticosteroid (triamcinolone, subacromial space 20 mg+glenohumeral joint 20 mg) was injected via sonographic guidance to relieve pain and improve the range of motion. At one year post-surgery, follow-up MRI showed that the size of the cystic lesion had increased to 25×18×18 mm, although the continuity of the repaired cuff was well-maintained (Fig. 1C) . Pain in the repaired shoulder was reduced, and functional scores were improved (Table 1) . Twenty months post-surgery, the patient complained of severe pain in his right shoulder with no specific cause. MRI showed extensive enlargement of the cyst and a change in the inclination of the medial anchor, which appeared to be floating. Nonetheless, the continuity of the repaired rotator cuff was maintained (Fig. 1D) . The amount of subacromial effusion had increased; therefore, aspiration of the subacromial effusion was performed under sonographic guidance (Fig. 4) , and subacromial corticosteroid injection (triamcinolone, 40 mg) was administered. Cytological analysis indicated the presence of neutrophils and a few macrophages, but there were no infectious microbes.
A follow-up MRI was performed 3 years after the operation. On a T2-weighted image, low-signal intensity tissue was observed at the cystic lesion, and the integrity of the repaired rotator cuff was well-maintained. Also, subacromial effusion was reduced and the continuity of the repaired cuff was maintained (Fig. 1E) . Four years post-surgery, the patient visited our clinic for routine follow-up and did not complain of pain, limited range of motion, or weakness. The final follow-up MRI showed some granulation tissues that were fused with the anchors and had filled the cavity. The continuity of the repaired tendon was wellmaintained (Fig. 1F) .
Four years and 3 months after the surgery, the patient underwent a procedure for cubital tunnel syndrome at the ipsilateral elbow. After receiving the patient's consent, a second arthroscopic procedure was performed on the right shoulder, which revealed that the integrity of the repaired rotator cuff was well-maintained and that some fibrotic tissues and bursa were comingled above the repaired cuff (Fig. 3B) .
Discussion
The advantage of bio-absorbable suture anchors is that they are degraded and absorbed over time, thereby theoretically avoiding both the complications of metallic anchors and interference in revision surgery. They are also generally radiolucent and thus do not interfere with imaging. 3) In addition, they are as strong as metallic suture anchors in secure tendon-to-bone repair.
4)
Speer and Warren 5) emphasized several requirements of bioabsorbable implants that are used during shoulder arthroscopy. The implant must have initial fixation strength in order to coapt soft tissues to bone, and both the material property and the degradation time of the implant must be sufficiently long to allow the tissue to heal and regain mechanical integrity. However, the implant cannot degrade too slowly in order to avoid complications. The implant material cannot cause toxicity, antigenicity, pyogenicity, or carcinogenicity. Metallic anchors and first-generation PGA anchors did not satisfy these requirements.
1)
Bio-Paladin anchors (5.0 mm; CONMED), which were used in the current case, are composed of poly-96L/4D-lactide copolymers. Kim et al. 1) reported that the prevalence of perianchor cysts at second-generation PLDLA anchors, like BioPaladin anchors, is 51.0%. However, they observed no statistical difference in the healing rate between patients with and without cyst formation. In this case, the integrity of the repaired rotator cuff was well-maintained and there was good shoulder function at the final follow-up. We propose that the formation of a peri-anchor cyst with second-generation anchors, like PLDLA anchors, is not directly related to the outcome of ARCR. Bio-absorbable suture anchors go through five stages after insertion into bone. 6) In stage 1, water is absorbed into the rotator cuff anchor from the surrounding environment. In stage 2, the polymer in the rotator cuff anchor undergoes hydrolysis, resulting in decreased holding strength. In stage 3, the rotator cuff anchor fragments and absorption begins, which results in a decrease in fixation strength. In stages 4 and 5, the implant fragments are phagocytized, and the products enter the Krebs cycle and are eliminated through respiration. The entire process of bio-absorption takes between 5 months and 2 years. SaikkuBäckström et al. 7) used intramedullary nails of poly-96L/4D-lactide co-polymers for internal fixation of osteotomies of the femoral diaphysis in 43 adult rabbits. Soon after fixation, the implant was surrounded by a thin sheath of connective tissue; after 12 weeks, the implant was surrounded by bone. The implant slowly disintegrated, and the polymer debris was phagocytosed by macrophages. The implant had disappeared within 3 years. Using MRI, Macarini et al. 8) studied the degradation of PLDLA interference screws over the course of 3 years after surgery. In 34 of 35 patients, the screw eventually degraded and was not detectable. The authors noted cyst-like formations during the screw degradation process. Barber and Dockery 9) reported that PLLA was completely absorbed within 7 years when used in ACL reconstruction. When complete reabsorption was observed, screws were not replaced with bone but rather with partially calcified fibrous tissue. In the current case, peri-anchor cyst formation was first detected by X-ray at 3 months postoperation. The size of the peri-anchor cyst increased until 20 months post-operation, but the continuity of the repaired rotator cuff tendon was wellmaintained. Rodeo et al. 10) proposed a tendon-to-bone healing sequence from their studies in a canine model. At 12 weeks, collagen fibers resembling Sharpey's fibers connected the tendon to the surrounding bone and aligned in the direction of the pull of the musculotendinous unit. The continuity of the collagen fibers between the tendon and the surrounding bone was noted throughout the length of the bone tunnel, resembling a fibrous enthesis. Finally, tendon-to-bone healing was complete 3 to 6 months after the operation. In our study, the continuity of the repaired rotator cuff tendon was well-maintained despite the increase in the size of the peri-anchor cyst throughout the followup period. Thus, we assume that 3 months is enough time to complete the process of tendon-to-bone healing and initiation of peri-anchor (PLDLA) cyst formation after 3 months has little effect on rotator cuff tendon-to-bone healing. Peri-anchor cyst formation at a PGA anchor, which was the first-generation anchor, could be problematic because the anchor degrades rapidly. On the other hand, second-generation anchors, like PLDLA anchors, allow more time for the tendonto-bone healing process since the degradation time is much longer. The final outcome of rotator cuff repair using these secondgeneration anchors appears to have little association with perianchor cyst formation. 1) However, in our case, peri-anchor cyst formation resulted in synovitis and effusion in the joint, which led to movement-related pain and the need for additional treatments including corticosteroid injection. Therefore, surgeons should be aware of the possibility of peri-anchor cyst formation and the complications related to bio-absorbable anchors. Surgeons should also consider other types of anchors composed of similar bio-composite materials in order to avoid postoperative peri-anchor cyst formation. Peri-anchor (PLDLA) cyst formation can occur occasionally and induce glenohumeral joint synovitis and painful limited motion of shoulder joints as in the current case. Despite this, the integrity of the rotator cuff and the long-term clinical outcome were not affected by the formation of the peri-anchor cyst. Surgeons should be aware of the possibility of peri-anchor cyst formation and should monitor for large peri-anchor cyst formation after ARCR. Despite large peri-anchor cyst formation after ARCR, good long-term outcome can be achieved.
